Tamponade as a rare complication of CPAP use following cardiac surgery.
A 64-year-old woman developed tamponade more than 48 hours following cardiac surgery. The cause for this was haemorrhage from the site of multiple attempted cannulations of the right internal jugular vein. However this was a secondary haemorrhage and appeared to be precipitated by the use of CPAP on the second postoperative day. CPAP should be used with caution following difficult neckline insertions.